[Dosimetry of negative pi-mesons (author's transl)].
Central axis depth-dose curves, isodose curves, and size of beam spot at various depth were measured in a water phantom at a pi- -beam suitable for radiobiological and radiotherapeutical experiments. Problems of measurement of the absorbed dose in the peak region of the depth dose cure are discussed.